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This study presents a new conducting polymer hydrogel (CPH) system, consisting of the synthetic hydro-
gel P(DMAA-co-5%MABP-co-2,5%SSNa) and the conducting polymer (CP) poly(3,4-ethylenedioxythio
phene) (PEDOT), intended as coating material for neural interfaces. The composite material can be cova-
lently attached to the surface electrode, can be patterned by a photolithographic process to influence
selected electrode sites only and forms an interpenetrating network. The hybrid material was character-
ized using cyclic voltammetry (CV), impedance spectroscopy (EIS) and X-ray photoelectron spectroscopy
(XPS), which confirmed a homogeneous distribution of PEDOT throughout all CPH layers. The CPH exhib-
ited a 2,5 times higher charge storage capacity (CSC) and a reduced impedance when compared to the
bare hydrogel. Electrochemical stability was proven over at least 1000 redox cycles. Non-toxicity was
confirmed using an elution toxicity test together with a neuroblastoma cell-line. The described material
shows great promise for surface modification of neural probes making it possible to combine the bene-
ficial properties of the hydrogel with the excellent electronic properties necessary for high quality neural
microelectrodes.
Statement of Significance
Conductive polymer hydrogels have emerged as a promising new class of materials to functionalize elec-
trode surfaces for enhanced neural interfaces and drug delivery. Common weaknesses of such systems
are delamination from the connection surface, and the lack of suitable patterning methods for confining
the gel to the selected electrode site. Various studies have reported on conductive polymer hydrogels
addressing one of these challenges. In this study we present a new composite material which offers,
for the first time, the unique combination of properties: it can be covalently attached to the substrate,
forms an interpenetrating network, shows excellent electrical properties and can be patterned via UV-
irradiation through a structured mask.
 2017 Acta Materialia Inc. Published by Elsevier Ltd. This is an open access article under the CCBY-NC-ND
license (http://creativecommons.org/licenses/by-nc-nd/4.0/).1. Introduction
Neural interfaces are gaining in importance as a methodology to
treat, restore or investigate neurological dysfunctions based on
both the recording of neural activity and the electrical stimulation
of neuronal cells. Clinical applications include the treatment of
paralysis, Parkinson’s disease or the restoration of hearing with
cochlear implants [1–4]. A major challenge to assure the long term
functionality of such implantable devices consists in improving theintegration of the implant into the neural tissue, for example by
reducing the neuro-inflammatory response of the host. Persistent
inflammation can lead to degradation or corrosion of the implant
material, the loss of healthy neurons in the surrounding tissue, or
the formation of an encapsulating layer – the glial scar. These
mechanisms ultimately result in electrical insulation of the
implant from the tissue and consequently a malfunctioning device
[5–7]. To address this challenge, material-based strategies are
urgently needed. Promising strategies involve the chemical modi-
fication of the implant surfaces using polymer coatings based on
CPs or CPHs [5,8–11]. CP coatings such as PEDOT or polypyrrole
(PPy) enhance the tissue-electrode communication by improving
the electrical performance of the electrode. Furthermore, they have
Fig. 1. Schematic depiction of the CPH composition. The hydrogel component
PDMAAp consists of the PDMAA backbone, the MABP crosslinker and the SSNa
units, which serve as counterions during the deposition of PEDOT. The hydrogel is
covalently attached to the surface with 3-EBP silane.
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tion of biomolecules on their surface or the release of drugs from
their matrix through electrochemical switching [5,10,12,13]. Build-
ing on this idea, CPHs are material networks that consist of CPs
grown within a hydrogel matrix. Hereby, the combination of both
components opens up new possibilities to engineer smart and mul-
tifunctional materials. A wide range of CPH systems have been
developed for applications in the field of neuroprosthetic devices
[14–16], biosensors [17], drug-release devices [18–20] tissue engi-
neering [21,22] and bioelectronics [23]. The hydrogel component
provides a highly hydrophilic and porous network which can be
filled with the CP in order to increase its electrical conductivity.
The formation of a hybrid increases the storage volume accessible
for the release of drugs and further facilitates the incorporation of
biological components and cells into the electrode material
[19,24]. As a result of its soft mechanical properties, it was pro-
posed that the hydrogel can reduce the mechanical mismatch
between the tissue and the electrode material and can act to stabi-
lize the otherwise brittle CP [9,25]. The hydrogel itself can further-
more serve as an anti-biofouling surface preventing unwanted
adhesion of proteins or inflammatory cells [26,27].
To successfully integrate CPHs as coating materials on neuro-
prosthetic devices, there are several design criteria that have to
be met apart from the overall electrochemical performance and
the biocompatibility of the material. Firstly, the CPH complex must
be chemically and electrochemically stable, which is facilitated by
a fairly homogenous integration of the CP into the hydrogel matrix.
The deposition of a CP is typically performed by means of electro-
chemical polymerization, which requires the addition of an anionic
dopant such as polystyrene sulfonate (PSS) or paratoluenesul-
fonate (pTS). Green et al. developed a strategy to achieve a true
integration of the CP into the hydrogel by chemically attaching
the anionic dopant to the hydrogel backbone [8]. The CP is then
forced to grow along the hydrogel network forming a so called
interpenetrating network (IPN).
Secondly, it is essential to ensure stable adhesion of the coating
to the substrate electrode in order to avoid delamination of the
CPH during the implantation procedure or during repeated CPH
swelling and deswelling. The ideal way to achieve this is to estab-
lish covalent chemical bonds between the CPH and the substrate. A
variety of different strategies have been developed to this end. For
example, Guiseppi-Elie et al. have addressed this challenge by
covalently attaching a poly(hydroxyethyl methacrylate) and PPy
based CPH to a gold surface using a functionalization with 3-
(aminopropyl) trimethoxysilane [28]. Prucker et al. have developed
a different strategy by developing a procedure to covalently bind
polymers to solid surfaces using benzophenone monolayers [29].
Thirdly, a critical part in making CPHs truly useful for micro-
electrode coatings is the opportunity to deposit and microstructure
the material exclusively at selected sites on the probe. Commonly
used electrodes for neural applications can have diameters as small
as 20–150 mm [30–32]. Consequently, it is of great importance to
establish a fabrication process which allows the patterning of CPHs
within this size range. A study reported by Pan et al. showed the
micropatterning of a phytic acid gelated and doped polyaniline
hydrogel using ink-jet printing or spray coating methods [23].
Although CPHs meeting the single design criteria have been pre-
sented in previous studies, a CPH system offering a combination
of the listed requirements has, to our knowledge, not been
reported yet.
In this work, we present a CPH, which can be patterned with a
photolithographic process, forms an IPN and can be covalently
attached to the substrate electrode via ultraviolet light (UV)-
reactive 4-(3-triethoxysilyl)propoxybenzophenone (3-EBP) silane.
The CPH is composed of the synthetic hydrogel P(DMAA-co-5%
MABP-co-2,5%SSNa) (PDMAAp) and the CP PEDOT (Fig. 1). Thehydrogel component is a copolymer consisting of dimethylacry-
lamide (DMAA), sodium 4-styrenesulfonate (SSNa), which serves
as the anion for the deposition of PEDOT, and the UV-reactive 4-
methacryloyloxy benzophenone (MABP). Hydrogels based on
PDMAA have already been investigated for several biomedical
applications and have shown to serve as protein-repellent coating
materials [27,33–36]. In general, a synthetic hydrogel offers high
control and reproducibility of its chemical composition, mechani-
cal properties, microstructure, and degradation rate. It can be pro-
duced at low costs and is at low risk for immune responses since it
does not contain biological impurities [37,38]. This indeed holds
true also for the PDMAAp which, for example, can be tuned with
respect to its chemical, mechanical and electrochemical character-
istics and be modified with bioactive agents [33]. The choice to use
PEDOT as CP component is based on its superior electrochemical
stability in comparison to PPy [39]. In this work, the CPH was char-
acterized using CV, EIS, XPS and water contact angle measure-
ments. In addition, non-toxicity was verified using an elution
toxicity test with a neuroblastoma cell line.2. Materials and methods
2.1. Sample fabrication
Two types of test samples were designed and fabricated for this
work. The first type, as illustrated in Fig. 2a was used for the elec-
trochemical characterization and the XPS analysis. Each sample
consists of a single electrode site (2,0 mm in diameter) realized
on a Pyrex substrate (0,5  5,0  30,0 mm). The image reversal
resist AZ 5214E (Microchemicals GmbH, Ulm, Germany) was used
to form the tracks for the deposition of the metal layers. Sputter
deposition with a Leybold Univex 500 sputter device (Oerlikon
Leybold Vacuum GmbH, Germany) was applied to deposit a layer
of titanium (Ti, 50 nm), platinum (Pt, 150 nm) and iridium oxide
(IrOx, 800 nm). The IrOx layer was deposited selectively onto the
electrode site and the interconnection line by reactively sputtering
iridium in an oxygen plasma. The metals were patterned with a
lift-off process. The samples were insulated with a 30 mm thick
negative photoresist (SU-8 3025, MicroChem. Corp., USA). The rel-
atively large electrode dimensions of this test sample were chosen
to facilitate the exploration and development of the CPH.
The second type of test samples, as illustrated in Fig. 2b, served
as a test platform for the cell culture study and the water contact
angle measurements. For these experiments, a large electrode area
was required to obtain a high ratio of exposed electrode material to
Fig. 2. Photographic images of test samples used for the electrochemical analysis and the XPS measurement (a) and the cell culture and water contact angle measurements
(b).
Fig. 3. Schematic of the CPH fabrication process. The test sample (a) is function-
alized using 3-EBP silane (b) and coated with hydrogel using a dip coating
procedure. Hydrogel crosslinking is performed by UV-illumination at 365 nm
through a patterned mask to achieve hydrogel structures on top of the selected
electrode site (c). PEDOT is electrochemically deposited throughout the hydrogel
network (d).
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trode site with a diameter of 13,59 mm. The metals, Ti/Pt/IrOx
(50 nm, 150 nm, 800 nm) were sputter deposited on a glass wafer
and microstructured with a laser (DPL genesis Marker, ACI Laser
GmbH, Germany). Cell culture wells were realized by mounting
cell vials (Falcon tube, VWR, Germany) on top of each electrode
using a two component silicone (Sylgard 184, Dow Corning, USA).
In addition, glass substrates were sputter coated with indium
tin oxide (ITO, 100 nm in thickness) using the Univex 300 sputter
device (Oerlikon Leybold Vacuum GmbH, Germany). The transpar-
ent ITO substrates were used to evaluate the color change resulting
from the deposition of PEDOT throughout the hydrogel matrix.
2.2. Preparation of polymer coatings
For all electrochemical measurements in this work, a poten-
tiostat (PGSTAT 102 N, Metrohm Autolab, Germany) was used in
a conventional three-electrode setup. The IrOx electrode served
as the working electrode, a stainless steel sheet as the counter elec-
trode and a silver/silver chloride (Ag/AgCl) electrode (BASI, USA) as
the reference. Prior to usage, the microfabricated probes were
cleaned in acetone, isopropanol and deionized water. The IrOx elec-
trodes were electrochemically activated by CV in 0,01 M phosphate
buffered saline solution (PBS, Sigma Aldrich, Germany) for 300
cycles at sweep rate of 0,2 V/s between the potential limits of
0,6 and 0,8 V. An overview of the CPH fabrication process is pro-
vided in Fig. 3.
2.2.1. Functionalization with 3-EBP silane
To enable covalent binding between the hydrogel and the sub-
strate, the IrOx electrodes were chemically functionalized with the
crosslinking agent 3-EBP silane, which was synthesised according
to procedures given in literature [40]. The functionalization of
the IrOx electrodes was performed by spin coating a solution of
3-EBP silane (20 mg ml1 in toluene) onto the microfabricated
probes (3000 rpm for 30 s). The samples were cured on a preheated
hot plate at 120 for 30 min, washed with toluene and dried under
a flow of nitrogen. Samples were stored in the dark at room
temperature.
2.2.2. Hydrogel synthesis, coating and crosslinking
The polymer PDMAAp was prepared by radical polymerization
according to procedures described elsewhere [41]. The obtained
hydrogel precursor (30 mg/ml in 99% ethanol) was deposited onto
the 3-EBP silane pretreated samples using a dip coating procedure
(ND-R Rotary Dip Coater, Nadetech Innovations, Spain). It was
cross-linked and patterned by UV exposure with a total dosage of
2 J cm2 at 365 nm (Bio-Link 365, Vilber Lourmat, Germany)
through a laser structured MP35N foil mask (Hamilton PrecisionMetals, USA). The samples were then washed with 99% ethanol
to extract unreacted polymer chains. The thickness of the hydrogel
was controlled by the number of dips and the concentration of the
hydrogel precursor. A hydrogel of an approximate thickness of
1,2 mm in the dry state was obtained by building up three hydrogel
layers, which were formed by repeating the previously described
coating and crosslinking procedure. This thickness was selected
as a starting point to demonstrate the feasibility of this layer by
layer deposition. Depending on the application, thickness can
easily be varied for future applications by controlling the number
of layers included.
Additional experiments were performed to explore the possibil-
ity of the CPH to be patterned to smaller dimensions and different
geometries. IrOx substrates were functionalized with 3-EBP silane
and coated with a single hydrogel layer. This layer was crosslinked
with UV-light (2 J cm2 at 365 nm, Newport Oriel Instruments,
USA) through a foil mask. The smallest tested structures consisted
of round circles (100 mm in diameter) and line structures (20 mm in
width).
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3,4-Ethylendioxythiophene (483028, EDOT < 97%) was obtained
from Sigma Aldrich. Prior to deposition, the hydrogel coated sam-
ples were soaked in EDOT solution for approximately 1 h to allow
swelling of the gel and equilibration of the EDOT monomer
throughout the hydrogel. PEDOT/PSS was polymerized through
the hydrogel mesh by galvanic deposition from an aqueous
solution containing 0,01 M EDOT at a current density of
0,125 mA/cm2 and a charge cut-off of 0,17 mC/cm2 for both sample
types. These parameters were found to be high enough to enable
the deposition of PEDOT, but low enough to avoid over-oxidation
of the material. No additional supporting electrolyte was required
since the counterion PSS was supplied by the hydrogel. The fin-
ished samples were washed in deionized water to extract un-
reacted EDOT, dried under a flow of nitrogen and stored in the dark
at room temperature. PEDOT/PSS reference samples were prepared
by galvanic deposition onto plain IrOx electrodes from an aqueous
solution containing 0,01 M EDOT and 71 mM PSSNa (Sigma Aldrich)
at a current density of 0,125 mA/cm2 and a charge cut-off of
0,17 mC/cm2 for both sample types. To facilitate the comparison
between the CPH and PEDOT/PSS samples, identical deposition
parameters were chosen.
2.3. Electrochemical characterisation
The electrochemical analysis was performed by means of CV
and EIS. A potentiostat (PGSTAT 102N, Metrohm Autolab,
Germany) was used in a conventional three-electrode setup as
described previously. The experiments were carried out in a
0,01 M PBS solution. Prior to the measurements, the hydrogel
coated samples were immersed in PBS for approximately 1 h to
ensure swelling and homogeneous distribution of ions throughout
the gel. CV (n = 1000) was applied over the sweep range of 0,6 V
and 0,8 V (vs. Ag/AgCl) at a scan rate of 0,1 V/s. The CSC for each
scan was calculated as the charge enclosed within one CV cycle
using the software Origin Pro 2017 (OriginLab, USA). EIS was per-
formed over the range of 0,1 Hz to 10 kHz using a sinusoidal exci-
tation signal with an amplitude of 10 mV. For each material, the
3 dB cut-off frequency was determined at the 45 phase shift
angle and was used as a quality measure of film conductivity.
Additional experiments were conducted to evaluate the long-
term performance of the CPH material when immersed in PBS or
standard cell culture medium over 10 days. For this study, CPH
coated samples were sterilized in 70% ethanol overnight and
washed with sterilized water (Sigma Aldrich). The samples were
then immersed in sterilized PBS (0,01 M) or standard cell culture
medium (as described in Section 2.6) and placed in an incubator
at 37 C and 5% CO2 for 10 days. CV and EIS measurements were
performed after 0,5 h/6 h/1 day/2 days/4 days/7 days and 10 days
after first immersion. After every measurement, the samples were
washed with deionized water and placed in new PBS or cell culture
medium.
2.4. X-ray photoelectron spectroscopy
XPS measurements were performed using a K-Alpha+ XPS spec-
trometer (Thermo Fisher Scientific, East Grinstead, UK). Data acqui-
sition and processing using the Thermo Avantage Software is
described elsewhere [42]. All samples were analyzed using a
microfocused, monochromated Al Ka X-ray source (30–400 mm
spotsize). The K-Alpha charge compensation system was employed
during analysis, using electrons of 8 eV energy and low-energy
argon ions to prevent any localized charge built-up. The spectra
were fitted with one or more Voigt profiles (binding energy uncer-
tainty: ±0,2 eV). The analyser transmission function, Scofield sensi-
tivity factors [43], and effective attenuation lengths (EALs) forphotoelectrons were applied for quantification. EALs were calcu-
lated using standard TPP-2M formalism [44]. All spectra were ref-
erenced to the C1s peak of hydrocarbon at 285,0 eV binding energy
controlled by means of the well-known photoelectron peaks of
metallic Cu, Ag and Au. Sputter depth profiles were performed
using a raster scanned Ar1000+ cluster ion beam at 8,0 keV, 30 angle
of incidence and a sputtered area of 2  4 mm2.
2.5. Contact angle measurement
Static as well as advancing and receding contact angles were
assessed with an OCA 20 device (Dataphysics GmbH, Filderstadt,
Germany) using deionized and filtered Millipore water (drop
size  5 ml). Contact angles were calculated using an elliptical or
tangential fitting method. All measurements were obtained from
three samples each measured at three different points.
2.6. Cell culture
A cell elution test, as described in ISO 10993-5, was performed
to verify non-toxicity of the CPH. The human neuroblastoma cell
line SH-SY5Y was obtained from the European Collection of
Authenticated Cell Cultures (ECACC). The cells were maintained
at 37 C and 5% CO2 in Dulbecco’s Modified-Eagle’s Medium
(DMEM with 2 mM Glutamine, Sigma Aldrich) and supplemented
with 15% Fetal Bovine Serum (FBS, Sigma Aldrich), 1% Non-
essential amino acid solution (M7145, Sigma Aldrich) and 1%
Penicillin-Streptomycin (Sigma P4333). Prior to medium exposure,
all samples were sterilized in 70% ethanol overnight and washed
with sterilized water (Sigma Aldrich). The extracts were prepared
by exposing the test material to the standard cell culture medium
at three different concentrations (1,25 cm2/ml, 2,0 cm2/ml,
2,75 cm2/ml) for 24 h at 37 C. The SH-SY5Y cells were cultured
for 24 h in a 96 well plate (1,8  103 cells/well). Each well was then
exposed to 100 ml of test extract of one concentration. For each
material and concentration a total number of 10 wells were pre-
pared, except for the IrOx sample at a concentration of 2,75
cm2/ml (n = 9). Cells grown in the standard cell culture medium
served as a negative control. For the positive control, the cells were
treated with the toxic Triton-X-100 (Sigma Aldrich). The cell viabil-
ity was assessed after 26 h of incubation using a standard 3-(4,5-
dimethylthiazolyl-2)-2,5-diphenyl-tetrazolium bromide (MTT,
Sigma Aldrich) colorimetric assay [45]. Hereby, the MTT salt was
added to each well which was further incubated for 4 h. After the
incubation, cells in each well were treated with 50 ml dimethylsul-
foxide (DMSO, Roth) and incubated for 10 min. The absorbance
was measured at 595 nm using an Elisa plate reader (Enspire, Per-
kin Elmer GmbH, Rodgau, Germany). The average viability was cal-
culated as percentage of the negative control, which was
determined to represent 100 % viability.
2.7. Statistical analysis
Data was tested for normality and equal variances using the
Anderson-Darling test and the Levene’s test. Statistical comparison
of static water contact angles as well as the CSCs and cut-off fre-
quencies between the different materials at cycle 10 was per-
formed using a one-way ANOVA followed by a Welch’s t-test. To
evaluate differences in CSC before and after repetitive cycling as
well as after the longevity study in PBS or cell culture medium,
the non-parametric Wilcoxon signed rank test was used. In vitro
data was analyzed with a two-way ANOVA and a Tukey test. One
outlier within the dataset of the positive control at a concentration
of 2,75 cm2/ml was identified and removed using the Grubb’s test.
If not stated otherwise, the data is expressed as mean ± standard
deviation (SD). Significance was determined with p < 0.05.
Table 1
Water contact angles measured for IrOx and 3-EBP treated substrates (n = 9).
IrOx Silane anchor
Static WCA [] 56,3 ± 6,2 111,0 ± 3,1
Advancing WCA [] 74,0 ± 5,6 114,4 ± 4,5
Receeding WCA [] 0,0 ± 0,0 4,4 ± 4,8
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2017 (OriginLab, USA).3. Results
3.1. Preparation of CPH coatings
In this work, we developed a CPH coating which consists of the
hydrogel PDMAAp and the CP PEDOT. A schematic of the individual
CPH components is given in Fig. 1. Covalent attachment of the CPH
onto the substrate electrodes was realized via 3-EBP silane anchors
as described elsewhere [46]. The functionalization of IrOx surfaces
has, however, not been demonstrated in literature until now.
Water contact angle measurements confirmed the successful
immobilisation of 3-EBP silane onto IrOx substrates. As shown in
Table 1, static water contact angles increased significantly by
54,7 from the untreated IrOx substrates (56,3 ± 6,2) to the 3-
EBP treated ones (111,0 ± 3,1) and indicate the presence of the
hydrophobic benzophenone groups on the IrOx surface. The hydro-
gel was deposited onto the functionalized substrates with a dip
coating procedure. Crosslinking and surface attachment was
achieved via UV-irradiation through a patterned mask. Hereby,
only the hydrogel parts exposed to UV-light were crosslinked
and attached to the selected electrode site. Unreacted polymer
chains were washed away by immersion in ethanol for at least 1 h.
In order to demonstrate the feasibility of this photolithographic
technique to generate hydrogel structures in the microscale, weFig. 4. Microscopic images of micropatterned hydrogel structures. IrOx substrates were c
using UV-light (2 J cm2 at 365 nm, Newport Oriel Instruments, USA).performed patterning experiments with geometries and dimen-
sions ranging from 20 to 150 mm. Due to resolution limitations of
the foil mask, smaller dimensions were not tested.
Fig. 4 shows micrographs of a patterned hydrogel layer on func-
tionalized IrOx substrates. The images display typical structures as
found on microfabricated neural probes: Arrays of microdots
(100 mm in diameter, Fig. 4a), tracks with different widths (20–
40 mm, Fig. 4b) or rectangles as used for alignment markers
(140 mm, Fig. 4c). We could demonstrate the successful patterning
of the hydrogel into structures as small as 20 mm. As shown in
Fig. 4d, the obtained edges appear slightly irregular at higher mag-
nification. This is expected since foil masks were used, which are
likely to have limited edge precision. We expect that smaller reso-
lutions and greater precision can be reached when using a mask-
aligner system together with a chrome mask at cleanroom
conditions.
PEDOT was successfully integrated into the already patterned
hydrogel matrix through a combination of electropolymerization
and establishment of ionic interactions between the negative
charges of the sulfonate in the hydrogel and the positive charges
on the PEDOT. As a result, the final CPH is automatically patterned
since the PEDOT can only grow where the hydrogel is situated.
When transparent ITO substrates were used, this deposition
resulted in a color change of the previously colorless hydrogel to
a blue color. Since the IrOx surface is dark, it was difficult to clearly
assess this color change on this material visually.
3.2. Electrochemical characterization
The electrochemical performance of CPHs in comparison to IrOx,
the unmodified PDMAAp hydrogel and PEDOT/PSS samples was
evaluated using EIS and CV. The CSC, obtained from the area
enclosed by one CV cycle, was used as a measure to allow compar-
ison between the different materials. Fig. 5a shows a clear increase
of the average CSC of the hydrogel (10,6 ± 0,2 mC/cm2) whenoated with a single layer of hydrogel, crosslinked and patterned though a foil mask
Fig. 5. Electrochemical characterization of CPH, IrOx, the unmodified PDMAAp
hydrogel and PEDOT/PSS samples. Box plots (n = 6) show the CSCs obtained from
the area enclosed of a CV sweep at cycle 10. The whiskers represent the minimum
and maximum values. Mean values are represented with dots. The data shows a
significant increase in CSC as a result of the PEDOT deposition throughout the
hydrogel matrix. (*p < 0.05) (a). Exemplary CV curves at cycle 10 for each material
(b). The mean impedance and phase over the frequency range of 0,1 Hz–10 kHz at
cycle 10 (c). Error bars represent one SD (n = 6). PEDOT incorporation into the
hydrogel results in a significantly decreased cut-off frequency (p < 0.05). The
Nyquist plot shows exemplary results of the EIS measurements for each material
(d).
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deposition of PEDOT took place throughout the hydrogel matrix.
Statistical analysis using a one-way ANOVA and a Welch’s t-test
confirmed the statistical significance of this 2,5-fold increase
(p < 0.05). Exemplary CVs performed at cycle 10 for each material
are given in Fig. 5b. The addition of PEDOT into the hydrogel leads,
as expected, to an enlarged area comparable to that of the PEDOT/
PSS control. The impedance analysis as shown in the Bode diagram
and the Nyquist plot (Fig. 5c, d) supports that PEDOT was success-
fully integrated within the hydrogel to form a hybrid material. The
impedance of the CPH is reduced by one order of magnitude in the
lower frequency range < 10 Hz when compared to the bare hydro-
gel. The cut-off frequency of the CPH (3,1 ± 0,2 Hz) is significantly
smaller than the one obtained for both the bare hydrogel
(11,9 ± 0,6 Hz) and the IrOx samples (9,3 ± 0,9 Hz). In addition, no
significant difference was found between the cut-off frequency of
the CPH and the PEDOT/PSS (2,5 ± 0,1 Hz). The electrochemical sta-
bility and long-term performance of the CPH system was investi-
gated by extensive CV cycling in PBS as well as the immersion of
the CPH samples in PBS or cell culture medium for 10 days at
37 C and 5 % CO2 (Fig. 6). After repetitive CV cycling with 1000
CV sweeps, the CSC of the CPH decreased by 1,9% when comparing
the CSC at cycle 10 and 1000. No significant difference could be
confirmed using the Wilcoxon signed rank test. In comparison,
the PEDOT/PSS shows a significant loss of 5,5%, while the average
CSC obtained for the bare hydrogel and IrOx samples increase by
36,4% (significant) and 6,0% (not significant) (Fig. 6a). To demon-
strate the origin in variability for the CPH samples, the individually
measured CSCs for each of the six CPH samples are shown in
Fig. 6b. Despite one exception, the individual data points are situ-
ated within a similar CSC range which proves that the large vari-
ability can be attributed to the one outlier in an otherwise
consistent dataset. In addition to the repetitive cycling, the CPH
were immersed in PBS or cell culture medium under physiological
conditions for 10 days. Comparison of the CSC at 0,5 h and 240 h
after first immersion in PBS and cell culture medium revealed a
significant increase in CSC of 5,7% and 3,0% respectively (Fig. 6c).
This increase is likely the result of activation and hydration pro-
cesses happening within the CPH, which make the material even
more conductive. The impedance data, as given in the Nyquist plot,
show similar curve shapes at 0,5 h and 240 h for both the PBS and
the cell culture medium, which speak for the electrochemical sta-
bility of the CPH system (Fig. 6d). No sign of delamination of the
CPH was found neither over the 1000 CV cycles nor during the
long-term immersion in PBS or cell culture medium.3.3. X-ray photoelectron spectroscopy
XPS analysis was performed to examine the composition of the
CPHs and to confirm the presence of PEDOT within the hydrogel
matrix. In particular, Ar1000+ cluster ions were used for sputter
depth profiling to preserve the chemical information during the
removal of the organic material. However, the used cluster ion
beam cannot sputter etch the IrOx layer and, therefore, the profile
is interrupted when approaching the interface as depicted in
Fig. 7c. The differentiation between the unmodified PDMAAp
hydrogel and the CPH was assessed with S 2p spectra. The obtained
S 2p spectra for the hydrogel and the CPH samples are provided in
Fig. 7a. In good agreement with literature, the S 2p3/2 peak of the
CAS groups stemming from the PEDOT are found at 163,7 eV bind-
ing energy whereas the CASO3A group solely present in the hydro-
gel (PSS) appears at S 2p3/2 = 167,5 eV [47,48]. Additionally to the
CASO3A, the hydrogel contains a NAC@O group found at
N 1s = 400,0 eV (not shown here), which directly can serve as a sec-
ond marker for the hydrogel [49]. The S 2p spectra taken from the
Fig. 6. Electrochemical stability analysis of CPH samples and control groups. The mean CSC of the different materials is shown vs. repetitive cycling (n = 1000 cycles) in PBS.
Error bars represent one standard deviation (n = 6). No significant change was found when comparing the CSC of the CPH samples at cycle 10 and 1000 (p < 0.05). The data
shows the individually measured CSC for the CPH samples over the 1000 CV sweeps (b). The box plots display the CSC of CPH samples immersed in PBS or cell culture medium
after 0,5 h and 10 days. The whiskers represent the minimum and maximum values. Mean values are represented with dots. The CSC increase significantly when comparing
the CSC at 0,5 h and 10 days (*p < 0.05). Exemplary results from the EIS measurements of the CPH samples after 0,5 h and 10 days of immersion in PBS or cell culture medium
are given in the Nyquist plots (d).
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no sputter induced degradation has to be considered and, more-
over, they directly evidence the homogeneous infiltration of PEDOT
within the hydrogel matrix across the complete layer thickness.
Note that for a better visualisation, the spectra are normalized to
maximum intensity, and, therefore, quantitative information is
only available from the respective sputter depth profiles shown
in Fig. 7b for a pure hydrogel layer and in Fig. 7c for the infiltrated
PDMAAp/PEDOT system. The profiles shown here comprise only
the most relevant groups and the profiles of the complete elemen-
tal inventory are depicted in the Supplemental information
(Fig. S1). A comparison of both sputter depth profiles clearly evi-
dences the homogeneous distribution of PEDOT (CAS group)
within the hydrogel (CASO3A and NAC@O groups) and addition-
ally demonstrate that there is no substantial chemical change of
the hydrogel as a result of the deposition of PEDOT.
3.4. Cell culture
An elution toxicity test was performed with the neuroblastoma
cell line SH-SY5Y to verify non-toxicity of the CPH material. The
cells were exposed to material extracts at three different concen-
trations of 1,25 cm2/ml, 2,0 cm2/ml and 2,75 cm2/ml for 26 h at
37 C. Different concentrations were tested since the cell viabilityshould be independent of extract concentration for non-toxic
materials. Fig. 8 shows boxplots with the average absorbance at
595 nm measured for each material and extract concentration.
The absorbance acquired for cells exposed to CPH is situated in
the same range as the negative control at all test concentrations.
Statistical analysis using a two-way ANOVA model demonstrated
that there was no significant difference between these two data
sets. As expected, the difference between the absorbance acquired
for the CPH and the positive control are significantly different.
Since the absorbance values of the negative control can be associ-
ated with 100 % cell viability, the mean viability for each test mate-
rials was calculated. In fact, the cells exposed to CPH extracts
exhibit an average viability of 106%, 98% and 85% at the concentra-
tions of 1,25cm2/ml, 2,0cm2/ml and 2,75 cm2/ml respectively. This
high viability at all concentrations supports the non-toxicity of the
hybrid CPH materials. Furthermore, the cells were healthy, adher-
ent and showed no morphological difference when compared to
the negative control under a microscope. A decreased viability
was calculated for all material extracts at the concentration of
2,75 cm2/ml. At this concentration, however, the absorbance mea-
sured for the negative control, which serves as the reference point,
was much higher when compared to the other concentrations,
indicating that the calculated decrease in viability is due to an
increased reference point.
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The aim of this work was to develop a novel CPH which can
serve as coating material for neural interfaces combining the ben-
eficial properties of a hydrogel with the excellent electronic prop-
erties provided by PEDOT. For such a coating it is not only
important to meet the electrochemical requirements for the
recording and stimulation to and from neural tissue, but also to
consider design criteria which ensure a stable and homogeneous
coating, that is covalently attached to the substrate electrode and
can be patterned onto selected electrode sites. To realize this goal,
we developed a hybrid between the highly tuneable synthetic
hydrogel P(DMAA-co-5%MABP-co-2,5%SSNa) and the CP PEDOT.
The first design criterion for developing a stable and homogenous
coating was accomplished by forming an IPN between the hydrogel
and the PEDOT component. The anionic dopant PSS, which is
needed for the deposition of PEDOT, was chemically linked to the
hydrogel network. Since the deposition was performed from an
EDOT solution without supporting electrolyte, any growth of the
PEDOT chains leads to a permanent integration into the hydrogel
scaffold. Since PEDOT is bound to the immobile dopants through
ionic interactions and not covalently cross-linked, we suggest that
this network is semi-interpenetrating (sIPN). Interpenetration of
the hydrogel matrix implies that the CP is equally distributed
throughout the material. If the distribution of the CP is inhomoge-
neous, for example if predominantly deposited near the metallic
electrode surface, the hydrogel would act as an insulator and the
distance between the neurons and the electrically active surface
would be increased [50]. The formation of a sIPN/IPN thereby
ensures that the CPH acts as one functional unit, which is impor-
tant for its mechanical and electrochemical stability.Fig. 7. XPS characterization of the CPH and the unmodified PDMAAp hydrogel. The S 2p c
PDMAAp/PEDOT, here indicated by arrows (level 1 = 30 s sputter time, level 35 = 1050
hydrogel is depicted in (b). The profiles prove the homogeneous distribution of PEDOTWe were able to confirm homogeneous distribution of PEDOT
within the hydrogel matrix by XPS analysis and further confirm
its presence by EIS and CV. As XPS can identify the different oxida-
tion states of the sulfur groups associated to PEDOT or PSS within
the hydrogel, the S 2p peak was used to distinguish between the
both components of the CPH, corroborated by the N 1s signal stem-
ming only from the hydrogel [49].
We obtained a significant increase by 2,5-fold in CSC as well as a
reduction in impedance and cut-off frequency as a result of the
PEDOT deposition. These values are similar to what is obtained
for the PEDOT/PSS films which is a strong indication for that PEDOT
integration was truly successful. The presented values for the CSC
were here used as a quality measure to compare the materials ana-
lyzed within this study and describe the amount of charge transfer
taking place in response to a slow sweep over oxidising and reduc-
ing potentials.
Goding et al. examined the role of dopant density and inter-
dopant spacing for the deposition of PEDOT throughout a hydrogel
matrix. They could demonstrate that smaller interdopant spacing
results in increased electroactivity of the CPH system suggesting
a larger presence of PEDOT within the hydrogel matrix [50]. Since
the current composition of the hydrogel contains only 2,5% of the
immobile dopant SSNa, we suggest that the incorporation of a
higher percentage of SSNa within the hydrogel might result in a
higher amount of PEDOT infiltration making the coating even more
conductive.
CVs were furthermore used as a method do evaluate surface
adhesion and mechanical stability of PEDOT based coating materi-
als as previously described by Boehler et al. [51]. As a result of oxi-
dation and reduction, CPHs will experience mechanical stress due
to the expansion and contraction driven by ionic exchanges. Forore-level spectra (a) are taken from selected levels of the sputter depth profile (c) of
s sputter time, level 70 2100 s sputter time). The sputter depth profile of the pure
(CAS group) within the hydrogel (CASO3A and NAC@O groups).
Fig. 8. In vitro elution toxicity study with the SH-SY5Y neuroblastoma cell-line. Box plots resent the absorbance at 595 nmmeasured at three different extract concentrations
of the CPH and the control materials (n = 10 cell wells, except for the IrOx and positive control at 2,75 cm2/ml with n = 9).
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in this study to both evaluate the electrochemical and mechanical
stability of the CPH system. We could thereby demonstrate that
the CPH complex was electrochemically stable, with a reduction
in CSC by only 1,9% over the 1000 CV sweeps tested. Interestingly,
when observing the rate of change in the CSC of the unmodified
PDMAAp hydrogel, we found a statistically significant increase by
36,4%. Since we could not observe any degradation of this material
or change in the typical form of the CV over the 1000 cycles, we
hypothesize that this increase in electroactivity results from rear-
rangements and infiltration of ions within the polymer. Stability
is an essential quality of implants and the fact that the CPH can
sustain substantial electrochemical stress without modification
or degradation furthermore speak for that the PEDOT and the
surface-attached PDMAAp hydrogel truly act as a hybrid unit.
Stable adhesion, the second design criterion in this work, was
accomplished using 3-EBP silane. As described elsewhere, the
3-EBP silane introduces BP anchors, which are attached to the sur-
face via silane. As a result of UV-irradiation, this BP moieties bind
to CAH groups located in the backbone of the PDMAAp hydrogel
matrix and form a covalent bond [29]. The successful functional-
ization of the IrOx was here confirmed by a statistically significant
increase in water contact angles showing that the attachment
method is also applicable for IrOx, a well-established electrode
material for neural interfaces [34]. The strong adhesion expected
to result from covalent attachment was demonstrated by that the
CPH could endure the extensive CV cycling without substantially
changing. Furthermore, we observed that the hydrogel could
endure immersion during ultrasonication without any visually
apparent delamination. In contrast, when coating an IrOx substrate
without using the 3-EBP silane anchor, the hydrogel could be easilywashed away. In summary we find that the CPH is adherent to the
IrOx substrate even so additional adhesion tests will have to be
performed in future work in order to quantify the bonding
strength.
In addition to the extensive CV cycling in PBS, the electrochem-
ical stability and long-term performance of the CPH was evaluated
by immersing the CPH coated test samples in either PBS or cell cul-
ture medium for 10 days under physiological conditions. When
comparing the CSCs after 0,5 h and 10 days for both in PBS and cell
culture medium, we could obtain an increase by only of 5,7% and
3,0% respectively. It was interesting to see that the CPH material
performs almost equally considering that the protein rich environ-
ment in the cell culture medium would challenge stable measure-
ments over long time. In fact, we did not see major changes in
stability upon immersion of the CPH samples in cell culture med-
ium even after 52 days (data not shown), which is a good indicator
for an expected non-biofouling effect of the hydrogel component.
Pandiyarajan et al. have investigated the adsorption of blood pro-
teins and cells on the PDMAA hydrogel and could demonstrate that
this material is inert to blood proteins and platelet cells [35]. So far,
the CPH however, has not specifically been tested with respect to
protein adsorption. Further anti-biofouling characteristics of the
CPH system will be analyzed in future studies together with speci-
fic applications.
The third design criterion was to develop a CPH which can be
patterned onto selected electrode sites. Photolithographic
micropatterning was demonstrated by UV- irradiation of the
PDMAAp hydrogel through a foil mask, yielding different struc-
tures with smallest dimensions of 20 mm. Typical electrode sizes
used for neural interfaces are 20–150 mm [30–32]. From this
perspective, the proposed CPH presents a suitable candidate as
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hydrogel since the PEDOT is deposited into the already patterned
hydrogel matrix. The final CPH is therefore microstructured as a
consequence of PEDOT only being able to grow where the hydrogel
is situated. The irregular edges, which can be seen in higher mag-
nifications, are likely due to the limited precision of the foil mask.
By establishing a fabrication and patterning process using pho-
tolithographic cleanroom technology together with chrome masks,
we expect to accomplish more precise alignment and thus enable
the coating of microfabricated electrodes with higher precision
and dimensions as small as 5–10 mm.
Non-cytotoxicity of the CPHwas demonstrated using an indirect
elution test together with the neuroblastoma cell-line SH-SY5Y.
Cell viability was calculated in percentage of the negative control
and was higher than 85 % at all extract concentrations. No promi-
nent loss of cell viability was observed when comparing the three
different extract concentrations, speaking for that the material is
non-cytotoxic. This conclusion was statistically verified using a
two-way ANOVA model. The decreased viability, which was calcu-
lated at the highest extract concentration of 2,75 cm2/ml, likely
originates from a deviation of the negative control, which thus
resulted in a higher reference representing 100 % viability. In addi-
tion, the ratio of test material exposed to cell culture medium was
much larger than what is expected in a real implant scenario.
The individual components of the CPH have been studied for
biomedical applications and there was, this far, no indication of
any cytotoxicity or lack of biocompatibility of these materials
[27,52–54]. We therefore have no reason to expect different results
for a CPH being comprised of these building blocks. Scherag et al.
have, for example, developed a coating system based on the ben-
zophenone cross-linked PDMAA hydrogel to capture tumor cells
in whole blood. In their study, they showed that fibroblasts could
be successfully cultured in the presence of the hydrogel material
[52]. The elution test here furthermore confirmed that components
potentially leaking from the material had no cytotoxic effect.
To fully test the CPH as a coating material for implants, it is nec-
essary to perform further biological analysis including direct cell
contact tests and an evaluation of a potential cytotoxicity of ben-
zophenone cross-linked polymers in complex biological environ-
ments. In this work, we focused on demonstrating the concept
and design of the novel CPH, which offers patternability, surface
attachment and a semi-interpenetrating network. The next step
will thus be to perform further biological analysis and to test the
material in the context of specific applications.5. Conclusion
We report here on the formation of a novel hybrid material, a
CPH, consisting of a hydrogel network containing PEDOT chains
which shows excellent electrical properties. can be covalently
attached to the substrate electrode and can be photo-
lithographically micropatterned onto selected electrode sites.
Homogeneous integration of PEDOT into the hydrogel matrix was
confirmed with CV, EIS and XPS measurements. Non-cytotoxicity
was verified using a cell elution test together with a neuroblastoma
cell-line proving biological relevance of the formed material. The
CPH presented in this work thereby addresses the challenge of
forming a stable and adherent coating system and shows great
potential for a wide range of future applications.Acknowledgements
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